Wavelength Dispersive Spectrometers have key advantages when analyzing trace elements due to excellent peak to background ratios and energy resolution. However, most WD spectrometers are limited by the x-ray counting capabilities of the gas proportional counters due to saturation and deadtime at higher analytical currents.
WDS solid-state detectors are capable of millions of counts per second with minimal counting system deadtime ( Figure 1 ). By using a solid-state detector, the analyst can adjust the sample current to a magnitude that permits the efficient analysis of the sample, while preventing the saturation of the major elements, in one counting cycle, without changing the size of the analytical volume.
For this analysis, Inconel A690 will be used. Three major elements and 7 trace elements will be analyzed as defined in Table 1 . One analysis will be performed using gas proportional counters with lower currents to prevent saturation. The second analysis will be performed using WD solid-state detectors at higher currents in one counting operation per point. The projected total counts for each element will be 50,000. Significant improvement in analytical times will be demonstrated ( Figure  2 ). 
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